
Quick Start Guide
Before using your Blue Ray 3 curing light for the first time, the battery must be fully charged.

Read and understand the User’s Manual before installing and using the Blue Ray 3 curing light.

Familiarize yourself with the Blue Ray 3 and accessories:

ON/OFF button

LCD screen

Alert Mode Button

Power verification window

Two-color LED 
Error indicator light

Handpiece
Handpiece holder

Battery

Charging base

Timing Configuration Button

Light guide
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